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INTRODUCTION
The advent of minimally invasive techniques has provided better results from treating complex fractures produced by high-energy trauma, generally associated with severe soft-tissue lesions (1) . This treatment methodology has also been shown to be advantageous for intertrochanteric fractures of the femur, thereby reducing the bleeding and pain and providing earlier rehabilitation for these patients, who are mostly elderly (1) (2) (3) (4) (5) (6) (7) . Today, the principle used is one of relative stability through intra and extramedullary implants, represented by sliding pin plates and intramedullary nails (7) (8) (9) (10) (11) . Among sliding screw systems, the biggest representative is the implant known as the dynamic hip screw (DHS)®, which is considered to be the gold standard (4, 5, 9) for treatment of these fractures. The technique uses a wide access route, with bleeding levels proportional to the size of the incision (12) .
METHOD
The MINUS system is composed of a sliding pin coupled to a plate with three holes and instruments that were developed specifically for introducing this implant (13) . Below, the instruments and implant are described:
Instruments
One depth measurement device for sliding pins: aluminum B221M; One plate guide: aluminum B221M; Two bits (ø 3.2 x 250 mm): stainless steel AISI 420; One external jacket: stainless steel AISI 420; One external jacket: stainless steel AISI 420; One plate guide screw (M6 x 1): stainless steel AISI 420; One bit protector: stainless steel AISI 420; One 135º guide: stainless steel AISI 420; One T key: stainless steel AISI 420; (Figure 1 ).
SURGICAL TECHNIqUE:
The patient is positioned in horizontal dorsal decubitus on a radiotransparent table. A pad of 5 cm in thickness is placed under the buttock on the same side as the fracture, to diminish the effect of anteversion of the femoral neck and to facilitate access to the proximal diaphysis of the femur, especially in obese patients (Figure 2 ). From the image intensifier, the quality of the reduction, i.e. the first step in the surgical procedure, can be seen. In cases of both stable and unstable fractures, functional reduction is sought, and deformity in varus and in retroversion of the femoral neck is avoided. 
THE MINUS ® SYSTEM MINIMALLY INVASIVE TECHNIQUE FOR THE TREATMENT OF TRANTROCHANTERIC FRACTURES
After the reduction, the fracture is provisionally fixed using two Kirschner wires, of diameter 2.0 mm, which are inserted into the lateral face of the greater trochanter and go through the upper part of the femoral neck towards the femoral head (Figure 3) .
The incision is made 2 cm below the base of the lesser trochanter, at the intersection point with the femoral diaphysis. When this reference point is fractured or avulsed, the incision is started 2 cm distally to the end of the projection of the calcar, and is 3 cm in length (Figure 4) .
After opening the skin, subcutaneous cellular tissue and fascia lata, the vastus lateralis muscle is divulsed along its fibers as far as the bone plane, using Kelly forceps. With a 135º guide, the guidewire is introduced into the center of the femoral neck and head, guided by the image intensifier in AP and lateral views, while taking care to avoid interposition of the vastus lateralis between the guide and the femoral diaphysis, using the image intensifier ( Figure 5 ). Using the measuring device, the pin size is determined. Drilling and milling of the femoral neck are performed with the three-level mill, and the size is measured based on the previous measurement made from the guidewire. The soft-tissue protector is used to avoid laceration of the vastus lateralis and fascia lata. The sliding pin chosen should be 5.0 mm longer than the measurement, so that it remains protruding on the lateral face of the lateral cortical bone of the femur, thus making it easier to fit the plate on the screw. The plate should be slid close in to the bone, below the musculature, with the tube turned towards the surgeon, using the plate forceps. As soon as it has been introduced, it is turned through 180° on its axis, so that the tube is introduced over the screw (Figure 6 ). Since these are elderly patients with flaccid musculature, this part of the procedure is carried out without great difficulty. Using the external guide, the plate holes are located and drilling for the distal screw is started, in order to position the plate at the center of the diaphysis (Figure 7) . The two distal screws are introduced percutaneously by means of a 0.5 cm accessory route, and the proximal screw through the main route. After this, the final closure is performed (Figure 8 ).
FINAL REMARKS
The treatment that is best for transtrochanteric fractures of the femur, taking into account unstable fractures in particular, is still a matter for debate in the literature. The choice between extra and intramedullary systems is based not only on the stability factor but also on the biological advantage (5, (13) (14) (15) (16) and the final cost of the procedure (16) (17) (18) . 
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Several studies have compared the two systems and have not found significant differences in relation to length of the surgery, blood loss, consolidation and postoperative mortality (18) (19) (20) . Other types of minimally invasive implants can also be used, such as external fixators and, most recently, percutaneous compression plating (PCCP) (1) , which has not yet been tested on a large scale.
Without doubt, minimally invasive surgery is a path from which there is no return, but without losing quality of reduction and stabilization of the fracture. The MINUS system fulfills all these requisites, with the advantage of coming from a system that has already been used, which significantly reduces the learning curve that is always necessary for new techniques and implants.
